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SUMMARY 


Cost estimates indicate that using nuclear magnetic resonance (NMR) 
and near-infrared reflectance (NIR) instruments to measure oil content 
of sunflower is both practical and advantageous over solvent extraction 
(SE) procedures in most cases • Operating procedures for both the NMR and 
NIR are simple and there is no use of hazardous solvents as required by 
SE« Previous studies have shown a high positive correlation between NMR 
and SE determinations* 

Per-sample operating costs for the NMR are estimated at three 
different levels of operation: 12, 120, and 400 samples per 8-hour day. 

For the SE metliod, per-sample costs are estimated for just two levels of 
operation, 12 and 120 samples per 8-hour day. Cost estimates for firms 
who recondense the solvent in the SE procedure at the 120-per day 
operation are also provided. NIR per sample costs are figured at 120 
samples per 8 -hour day. 

Investment costs for the NMR are $18,771.15, compared to $6,080.31 for 
the twelve unit SE, $16,553.63 for the 120-SE unit, and $12,540.00 for the 
NIR unit. Though the initial investment cost of the NMR and NIR is high, 
per-sample costs for both are usually lower than SE sample costs. At the 
120 sample per day rate the cost per sample for NMR is $0.73 and $0.83 for 
the NIR compared to $2.21 per sample for SE. In addition to the cost 
advantage, the NMR and NIR methods can process substantially more samples 
with fewer employees, require less space, and have fewer safety hazards. 

Fixed costs are assumed to be constant at all sample levels for both 
NMR, SE, and NIR; thus they decline in percentage of total costa as the 
number of samples analyzed increases. Total variable costs for the NMR 
increase primarily because of increased labor costs. Variable cost 
increases for SE result from Increased labor, utility, and supply costs 
associated with higher numbers of samples analyzed. Laboratories 
presently operating SE equipment may find that for small numbers of 
samples the cost of conversion to N>1R or NIR Is not advantageous. 


1/NIR is presented for comparison purposes. At the time this report was 
prepared, the procedure for grinding sunflower samples for NIR analysis 
was not satisfactory. It should still be considered an experimental 
procedure. 
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OIL CONTENT ANALYSIS OF SUNFLOt'JER 
BY NUCLEAR MAGNETIC RESONANCE, SOLVENT EXTRACTION, 
AND NEAR-INFRARED REFLECTANCE: A COST STUDY 

By Paul E. Parker and Floyd F. Niernberger* 


INTRODUCTION 


Oilseed sunflower acreage has Increased substantially since ^976, v;lth 
the introduction of high yielding hybrid varieties. With increased 
availability of sunflower supply, foreign demand has ^ testing 

development of a domestic market has progressed beyond 
stage. Agronomic research emphasis has centered on high yie s, s 

resistance and oil content. Oil has been and pjesent^ 

constituent, though markets are being developed for the meal. Presen 
U.S. manufacturing procedures result in meal with high i er con en w 
limits its usefulness. Newly planned processing facilities are 

incorporating changes which will increase protein an ^jLl remain 

portions of resulting meal. Even with these refinements, meal will remal 

a by-product of the oil extraction process £/ 

Sunflower contracts often pay premiums on the basis of oil content 
(4V thus efficient, accurate methods of determination are requ re 
tf^ orderly marketing of oilseed sunflower. This report gives estimates 
o? InvertiLt and operating coats of using nuclear -Sn.tic resonance 
(NMR) , solvent extraction (SE) , and near infrared ref ec c^Viprlnl p<? 

procedures to determine oil content of sunflower, the 

of per-sample analysis are presented for three levels of operation for the 

NMR, two levels for SE, and one level for the NIR. 

The Federal Grain Inspection Service (FGIS) is In the process of 
evaluating the need for federal standards for sunflower. If standards are 
developed! oil should be considered as a factor for determining sunflower 
quality. The information contained in this study will be useful in 
determining the feasibility and cost of various methods of oil 
determinations • 

This report should also provide useful guidelines for anyone in the 
grain industry considering investment in oil determination apparatus. 
Iraln producers, handlers, merchandisers, and laboratories concerned with 
oil content testing can use this information to plan improvement of their 
specific operations and their profit# 


*The authors are grain marketing specialists with the Standardization 
Division, FGIS, USDA, Richards Gebaur AFB, Bldg. 221, Grandview, Missou 

64030. 


2/ Underscored numbers in parentheses refer to references listed at the 
end of this report. 
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Since the 1880 's the standard method of oil determinations for 
oilseeds has been solvent extraction (SE) , a time-consuming analytical 
procedure (7). TVie approved method of the American Oil Chemists Society 
(AOCS) for U, 3) requires analytical expertise in weighing, uniform 
grinding of the sample, and extraction in heated solvent for 6 hours. The 
extraction process is performed in a Butt percolator-type apparatus using 
netroleum ether as the solvent. The extracted oil is weighed and 
expressed as a percentage of the weight of oilseed used in the procedure. 


During the 1960's, a non-destructive method of oil determination, 
nuclear magnetic resonance (NMR) , became available (2)* NMR allows 

accurate measurements of oil without the need for ^",28^seconds 

Rpsults on dried samples can be obtained in as few as 32 to 128 seco , 
orJS Lgree of accuracy required (Methodology for NMR NIR 
frfE'rre°co»pared\n table 1). However, the -»ple «u^ be^drled for at 

least 3 hours before oil content can be analyzed# . , ^ r 

rpl^ted to the total hydrogen proton content of the liquid fraction ^ 

IndLenLnt of tL hydrogen protons in the non-liquid fraction (12). 
utfhin tif uqu^d fraction! th! NMR signal cannot differentiate between 

vater ^ oil. ^ «-t,X"“„ryr„g“e^:rerLr 3 

rrs“tno^rof ^rf arec^^'c.liw^f iS;ture’'co*te„t helow the 

point of interference (2)* 

in co«parlaan studies between SE and the f f “7'“ “ 

high correlation positive correlation between NHR 

Alexander, ^ W supportea a n g 

determinations and the standar was* 0.7 while for NMR it was 0.3 

the reproducibility gg attributed to higher operator 

^^"Tbiilf Fehf^f af Concluded that the NMR was superior to SE for 
Tafid acru;atl! n;n::de7^ructive measurement of oil content. 

Research investigations ^to ^g^rff'^detemlne tL quality 

near-infrared reflectance (NIR) ^^e^arLed out since the 

constituents of agricultura and a description of NIR 

sixties. A review of ^bese investigations a^ a P 

instruments used for deteminatlon Protein, 
grains and oilseeds have been made (J^)- 

■ currenay the AOCS has -aSra'-rrh^da h^HU in .oat 

determination by NIR fixities in uniform particle 

cases requires samples to e • Qj-^ed (13). long grinding times, 

alae grinding 

plugged screens by NIR have also been reported, 

oilseed samples prior to analysis oy 

.,.hav-^T 1 frared techniques reported that 

A recent survey of the use of ne _ (determination of protein, 

.oat of the Mrraapohdenta fro. around the world, 49 

“poS ttey°cirrlntly ware using an NIR instrument for oil co 
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measurement. Thirty-three respondents indicated they were using the NIR 
for analyzing soybeans and meal and 12 showed sunflower seed. Mention was 
also made of NIR use for flax and rapeseed. 

Research results from use of NIR instruments for measurement of oil 
content of sunflower do not appear in the literature. The NIR committee 
of the American Association of Cereal Chemists (AACC) has discussed a 
collaborative research project on oil content measurement of sunflower by 
NIR instruments, but to date the study has not been completed. Difficulty 
in standardization of a grinding procedure for sample preparation was 
cited as reason for the delay. 

It would be unwise to speculate when a method for sunflower oil 
determination by NIR techniques will be developed, tested and approved for 
use by the AOCS, AACC or FGIS. However, the reader may be interested in 
an estimated cost schedule for NIR analysis to use for comparison with NMR 
and SE costs provided in the text. Costs for NIR oil analyses for 
sunflower were developed using information contained in a recent NIR cost 
study for protein and moisture measurement (10)# 

METHODOLOGY 

The economic-engineering approach is used to develop cost estimates 
for three usage levels of the NMR, two usage levels for SE and 1 level for 
the NIR in determining oil content of sunflower. The approach required 
determining input needs (equipment, space, and labor) and output results 
(samples performed per time period) for development of cost relationships 
at several levels, and methods of operation. Costs detennlned in this 
manner are termed synthetic} they do not reflect costs actually 
experienced in any firm's or individual's operations, but represent a 
synthesis of operations observed In a number of cases. The costs are 
contingent upon assumptions and specifications used In setting up the 
study. 

The cost analyses in this study are based on an average daily number 
of samples analyzed during a single 8-hour shift. Workloads and operator 
performance may fluctuate greatly throughout the year; consequently, 
annual sample capacity for each category also should be considered. The 
annual sample capacity is based on 260 operating days per year. This 
number of operating days was selected because it is felt that Saturday and 
Sunday operation of oilseed industry firms at peak handling periods 
probably equal weekday shutdowns due to holidays during the year. 

Due to the fixed requirements of SE (the number of samples which can 
be run is limited to the number of extractors) two daily sample rates were 
used for this study; 12 per 8-hour day and 120 per 8-hour day. Both NMR 
and NIR are more flexible in the number of samples which can be processed. 
These rates correspond to small and large laboratory setups presently in 
use. In order to provide a clear comparison between NMR and SE the same 
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sample rates were used for the NMR. A 400 sample per 8-hour day rate was 
also Included to show the potential flexibility of the NMR. A sample 
of 120 per 8-hour day as used for the NIR to facilitate comparisons with 
NMR and SE. Twelve samples per day equal 3,120 samples annually; 120 
samples per day, 31,200; and 400 samples per day, 104,000. The operator 
or operators would have the usual rest periods and other nonoperating 
tinies experienced in actual operation# The time allowed for analys s 
includes grinding, drying, weighing, extraction, and cooling, depend ng on 
the method. A specific breakdown for each operation was not obtained. 
Recording data on necessary forms, cleaning up, sample disposal, and the 
general maintenance of equipment and premises also is include n e 
sample-rate estimates « 


The rate of samples analyzed per shift in this study does not include 
labor aM time in obtaining the sunflower sample to be tested. Estimates 
of labor and time for sampling different containers, vehicles, storage 
facilities, and processes are believed too variable to be ‘ 

Thus , it is assumed that samples of sunflower are located with n 
distance of the analysis area and are easily accessible 
This assumption would be logical for most laboratory however 

users at isolated locations or processes should be cautioned that ^ 
operator also must physically take the sample from the lot to be analyzed, 
a lower rate of sample analyses per day sliould be expected. 


Practices applicable to an Individual firm may not be covered by this 
study since it is designed to provide general information on a li 
number of costs. In such instances, equipment manufacturers a^ 
engineering firms may be consulted to provide estimates for a specific 

operation. 


COSTS 

Costs are classified as investment and operating, with the . 

further classified as fixed and variable. Investment 
are representative of the Minneapolis, Minn, area as of May 1,1 . 

cost, for other looatlons .ay vary from this refotence site and should be 
determined for each application. Fixed costs include depreciation, 
J°te“st on investment, space assessment, training expenses, taxes, and 
insurance. Variable costs Include operator wages, maintenance, repairs, 
supply costs, calibration tests, and utilities. 

Investment Costs 

Initial investment costs for the NMR method includes the MR unU and 
associated equipment. Since there is only one manufacturer of the MR, 
this cost should be constant except for shipping costs. Costa o _ 
other required accessories will vary depending on the supplier. For this 
fttudv a laboratory environment, was considered essential due to the 
study n l^°°tatory e Alterations to existing laboratory 

“t^lUtlLTould he mln“. L only 110 volt outlets tor the NMR Uhlt and 
drying ovens are required. 
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The magnet contained within the NMR unit does need to he isolated from 
metal beams, pipes and other ferrous structures* This may require some 
planning when placing the unit in the laboratory. It is assumed that 
under most laboratory conditions, equipment can be connected directly into 
existing electrical facilities with little, if any, alterations. 

Initial investment costs for the SE method varies depending on the 
source of supply* Numerous concerns manufacture the equipment and the 
cost may vary somewhat* Because of the solvent hazard, a laboratory 
facility equipped with fume hoods is considered essential* Alterations to 
laboratories not equipped with fume hoods could be extensive, especially 
with a large number of extraction units* Electrical and plumbing 
requirements would also be dependent on the size of the operation and 
existing facilities* Small operations could be set up with a minimum of 
alterations while large operations may require extensive adjustments in 
facilities. The 12-unit setup cost is modeled after a small laboratory 
which follows standard AOCS equipment specifications. Cost estimates for 
the 120-setup unit are based on modifications of the AOCS equipment 
specifications and procedures* The main point of difference between the 
12-unit and the 120-unit extraction setups is the substitution of a pickle 
flask for the standard AOCS butt type tube and soxhlet flask. This 
modification requires considerably less solvent, and several extraction 
units can be heated on the same heating unit. Standard AOCS equipment 
specifications for the 120-unit setup would result In higher investment 
cost and operating costs than shown in this study* 

Initial investment costs include the NIR instrument itself, associated 
equipment, and installation costs. Equipment costs vary by manufacturer, 
model, and recommended accessories (see table 2)* Installation costs vary 
with the facility and the location within the facility where the equipment 
Is Installed. A major factor influencing Installation costs Is whether a 
controlled-environment for the NIR equipment already exists in the 
proposed location* Installation in quality-assurance laboratories may 
require no more than clearing an existing table or setting up an 
instrument bench and plugging the sample grinder and NIR instrument into 
electrical receptacles. Noniabora tory locations can necessitate 
installing electrical circuits and voltage regulator; closing in the 
analysis area; and providing noise, dust, and temperature control 
equipment (in general, providing satisfactory equipment and operator 
conditions for accurate sample preparation and analysis). 

Tables 3, 4 and 5 represent investment costs for NMR, SE and NIR 
methodologies. 

Operating Costs 

Operating cost estimates are sliown in Tables 6 and 7* They do not 
Include costs of obtaining the sunflower or costs of preparing forms, and 
keeping information transcribed by the operator. 
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Fixed Costs 


Depr eciSLt io n on the initlel investnient in eciuipment, including 
installation, is spread over the estimated productive life of the 
equipment and makes up the major portion of the fixed costs. Other costs 
that do not vary with output are interest on investment, space assessment, 
training expenses, taxes, and insurance. 


Depreciation Equipment costs, including installation and electrical 
connections, are depreciated at an annual rate of 20 percent over a 5-year 
period. The service life of NMR and NIR Instruments is difficult to 
estimate, because of the rapid technological advances since their 
commercial introduction, and because the relatively recent introduction 
precludes sufficient life expectancy information. Table 7 depicts total 
cost and cost per sample for depreciation rates of from 5-10 years. 

Interest on investment — Interest is calculated at 11 percent of 1/2 
the initial equipment cost, Including installation expense. 


Space assessment -- Space estimates of 90 square feet for the NMR 
method, 80 square feet for the 12-unit SE, 150 square feet for t e 
120-unit SE process, and 60 square feet for the NIR are needed for 
ratirtactLy operation of the analysia equipment. Spate costa are based 
on the rate of $10 per square feet. 


Training expenses - The methodology of the NMR and NIR is 
uncomplicated. Training sessions or seminars have 

necessary. For the purposes of this study, training will consist of 
supervisL operation^ of the NMR and NIR equipment by the trainee for a 

period of 3 days. 

Training expenses for SE are calculated at 5 days of supervised 
operation of the extraction apparatus by a qualified technician. 

Training of supervisors is assessed at the rate of 4 additional hours. 

Taxes and insurance — Taxes are based on 1 percent of the assessed 
valul Ls^servaLe is calculated at the rate of 35 percent of the 

initial investment cost. Insurance is estimated at 46.5 mills per 
^rft iStlcl investment (.465 percent on 100 percent of the replacement 

cos t) . 


Variable Costs 

Variable costs in this estimate include such items 

total costs. 

nnpirator wages - The operator wage used in this study is based on an 
8-hordaran^ varies according to the number of operators required and 



their skill classification. Operator requirements used in this study 
include r 


12 

samples 

per day 

NMR 

1 laboratory technician 

• 1 

II 

II II 

SE 

1 

120 

samples 

per day 

NMR 

1 

1* 

ir 

II ir 

SE 

3 

It 

II 

M II 

NIR 

1 " plus 

2 additional hours 

400 

samples 

per day 

NMR 

2 lab technicians 


The wage rate for semiskilled laboratory personnel in Minneapolis is 
based on approximately $7,29 per hour ($6.08 + 20 percent fringe 
benefits). The wage rate for skilled laboratory personnel (chemist) in 
Minneapolis is based on approximately $8,21 per hour ($6,84 + 20 percent 
fringe benefits). The skilled wage rate is only used in calculating 
supervisor training costs. Local wage rates may be higher or lower for a 
particular firm. Annual wages are based on 260 days of operation, and the 
assumption is made that the operator would need replacement for vacation 
or sickness for 15 days. The 12 samples per 8-hour day for NMR and SE 
estimates assume the use of employees from other jobs at no additional 
labor charge to cover vacation and sickness days. Wage cost estimates for 
120 samples or more per 8-hour day for both NtiR, SE and NIR include 
replacement personnel wages for the additional 15 days per employee. 

For the 120 samples per 8-hour-day NIR estimates, an additional 
semiskilled employee would be required to assist for 2 hours. This 
employee is expected to be used on other laboratory duties the remainder 
of the shift, and thus labor costs for the remaining 6 hours would be 
assigned to other laboratory functions. 

Maintenance and repairs — The cost of maintenance and repairs is 
estimated at 1 percent of the purchase cost of the equipment for the NMR, 
SE and NIR methods, 

NMR technology is relatively new, and reliable data concerning 
maintenance and repairs is minimal. The newest NMR models, Mark III and 
Mark IIIA, are constructed of plug-in solid state circuit boards. This 
feature should reduce the possibility of equipment failure and facilitate 
component replacement in the event of failure. 

Maintenance and repair costs for SE are included to compensate for 
normal breakage of extractors. 

Supply costs — The NMR does not require supplies other than 
desiccant. Oil determinations are made on whole dried seed with no 


jeral different items for the extraction 
Ls petroleum ether. The standard AOCS 
requires approximately 200 ml of solvent 
flask method used in 120-ualt setup 
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consumes 45 ml of solvent per sample. By recondensing the solvent up 
66 percent can be saved. Not all laboratories recondense the ether so 
figures for both are presented in table 8. Equal amounts, by (50 

g) of seed and a grinding additive (dlatomaceous earth) f 
each sample. The ground mixture is folded between two piec t-c nn a 

Tper trpr;veL tL escape of meal during extraction. Supply costs on a 

cost per sample basis are presented in table B. 

The coffee-type grinders proposed for use in 

the 80 samples per 8-hour shift usage level. 

In the grinding of sunflower ^ orsmflLer*a'^S indlng 

one Nm manufacturer that equal ^\/^gtLated that 30 grams (25 

additive (calcium carbonate) be used. " ^.^ate „ill be 

usage + 5 loss in storage and preparation) of calcium carbonate wixi 

required per sample at a price of $1 per pound. 

Calibration — The standard procedure for calibration of an NMR unit 

is to plafe staled sample tabes '“"“^''‘'^/““rLflAErrea^ng 
f-Tio tin -ft The NMR readout Is then adjusted until the 8 

co^rafp^ad” « thrall tonteat of the saapla. S™. labotatojle=^.ahe ap 
their own calibration AOC Subtraction method. Under normal 

the daily operation of the unit. Time requ determination. 

irpi:r7jyafd“brin-^o:“’/atlUtle“s could he eapacted to tesult la 
lower calibration costs. 

Slate the SE method la the ataadatd AOCS method t>llbratlon teatlug 
is not considered necessary for the purposes of this study. 

Manufacturers users agree that^a^ 

hecrs:^pIe^?;b^^^^t^ (2) by duplicate -Ple -sting 

^ A.U AorS solvent extraction method j or (3) by daily 

“ uftorlL orS2ed teUe of kno«. oil values. The freeuenty of testing 
uouir oftourse. vLy with the firm's type of activity, etohomie 
Imputations of hstlng error, end number 

It^s ti-^^^lVlylTuI ISlrrnI“l"pu'^ r“”dfy“pfratloh. , 
reepeotlvely. The charge was assumed to be at the currant commercial 

laboratory rate of $5 per-sample. 

Utilities— Water consumption for the SE method is based on the rate 
of 60 cents per 1.000 gallons. The NMR and NIR procedures do not require 
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any water for operation. The main water requirement for SE is cooling 
water for the extractor condensers. The rate is estimated at 0.5 gallons 
per condenser per minute of operation. Under normal operating conditions 
the cooling water is required for at least 6 hours per day. 

Electrical costs for the NMR, SE and NIR methods are based on the rate 
of 4 cents per kilowatt hour (KWH). The NMR unit consumes 0.06 KWH and 
the drying oven 1.92 KWH. It is assumed that the NMR unit would be used 
for 8 hours and the oven for 3 hours. The main power consumers for the SE 
method are the heating units for the extractors. The 12-unit SE apparatus 
requires 1.2 KWH and the 120-unit, 8.4 KWH. Blowers contained in the fume 
hoods require .37 KWH per hood. Grinders use a minimum of power, 
estimated at 7.8 KWH/year for the 12-unit and 78 KWH/year for the 
120-unit . 

Manufacturers' instructions for most NIR instrument models recommend 
that the Instrument be left on continuously. The estimated power 
consumption for the grinders is 78 KWH and 100 KWH annually, for the 80- 
and 120-8ample per day operations respectively. 

COST COMPARISONS 

In this study, estimated per-sample costs are compared between NMR, 

SE, and NIR methods. Actual fees charged by commercial laboratories 
($4.50 -$5) are lower than the 12-unit estimated cost for both NMR and SE. 
Cost differences may be due to lower fixed costs of established 
laboratories, also most laboratories run more than 12 samples per day 
allowing for a lower per-sample cost. At the 120-sample per day rate the 
estimated cost per sample for NMR, SE, and NIR is well below the 
commercial laboratory fee. Commercial laboratory fees would normally be 
expected to be higher to allow for return on the investment and to cover 
the risk of the business operation. 

For small laboratories processing limited numbers of samples the SE 
methodology appears to be more economical than the NMR procedure. At 12 
samples per day the cost per-sample for SE is $6.81, while the NMR sample 
cost at the same level of operation is $6.98. At levels of 13 or more 
samples per day the cost advantage Is greater for the NMR procedure. In 
operations performing 120-samples per day the cost per sample for the NMR 
method decreases to $0.73 compared to $2.21 for the SE procedure. The NMR 
appears to be more cost efficient for laboratories in the process of being 
established and for laboratories handling more than 12 samples per day. 

Rapid analysis, greater accuracy, small space needs , fewer personnel, 
simple methodology, and fewer safety hazards are among the additional 
advantages of NMR methodology. Cost advantages of NMR over already 
established SE laboratories will depend on the facilities and the number 
of samples analyzed per year. 

Per-sample NIR cost estimates for oil content measurement of sunflower 
at the comparable 120-sample per 8-hour day level are considerably less 


12 



($0.83) than the SE method ($2.21) and not much higher than the NMR 
($0.73). 

One disadvantage of the NIR over the NMR at the 120-sample level is 
that more than one operator (2 additional hours) is estimated to be 
needed, which may not be feasible for some laboratory operations. It 
should be noted that the NMR operator would have time to do other assigned 
duties beside running the analyses as discussed in the assumptions on 
operator wages. 

A second disadvantage is that sample preparation for NIR instrument 
analysis requires the sample be ground, while whole seeds can be used in 
NMR instrument analysis. The difficulties encountered to date of grinding 
sunflower samples consist of inadequate particle uniformity, low grinding 
capacity, addition of a grinding additive, and lack of standards for 
grinders or procedure. 

The NIR has several apparent advantages over the NMR. One advantage 
is the flexibility of the NIR for other kinds of constituent analyses. 
Instrumentation of the NIR is such that moisture of the sunflower sample 
can be obtained from the same sample used for oil analyses, usually at no 
additional cost (subject to available calibration capacity of the NIR 
instrument). The protein of the sunflower sample may also be obtained at 
little additional cost, subject to research Investigation and methods 
approval . 

The second advantage would be in cost. The widespread use of the NIR 
for protein and moisture analysis of grain and oilseed samples by the 
Industry and by FGIS would indicate that investment costs would not be 
required by those firms already operating NIR units. Depreciation and 
interest on investment of the NIR Instrument make up about 12 percent of 
estimated annual operating costs for the 120-8ample-per-shif t operation. 
Elimination of these investment costs in the analyses would result in 
lower per-sample costs for the NIR. 

The drying of sunflower samples for analyses by NMR is not needed in 
NIR operations. Thus, sample analysis use of the NIR for rapid unloading 
and binning of samples at receiving points is feasible where use of the 
NMR is not. 

The cost comparison for the two systems would appear to favor the NIR 
method. However, grinding of the sample in the NIR process remains a 
problem which may not be promptly resolved. 

Cost estimates indicate that using the NMR and NIR instruments to 
measure oil content of sunflower is both practical and advantageous over 
SE procedures in most cases. In comparing the NMR procedure with the NIR, 
the NMR offers advantages in the number of employees required and the 



number of samples v?hlch can be processed per day. However, it does not 
offer the potential versatility that the NIR method offers. If the 
present difficulties of grinding sunflower are resolved, the use of the 
NIR Instrument (for wheat protein determinations) could be expanded to 
provide valuable end use quality information for sunflower. 
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Table 2 — NIR instruments with oil measurement capabilities 


Vendor 

Model 

* 

« 

Cost 

Technlcon Industrial Systems 

Inf raAlyzer 

2.5A 

$ 8,500 

Tarrytown, NY 

ti 

200 

10,000 


It 

300 

11,400 


11 

400 

17,000 

Neotec Instruments 

GQA-21 


$ 8,200 

Silver Springs, MD 

GQA-31 


10,400 


GQA-41 


18,250 


GQA-51 


29,900 

Dickey^ John Corp, 

GAG III-660 


$ 9,410 

Auburn, IL 

GAC III-760 


12,680 


GAG III-780 


13,990 

International Stanley Co, 

Grain Analyzer 

$ 9,995 

Omaha, NE 





1/As of May 1, 1979, Does not Include freight charges. 


Table 3 — Equipment and installation costs of the NMR instrument and accessories, 1979 


Cost item 

Equipment costs 

4 

Installation, 
electrical and 
setup costs 

• 

• 

: Total costs 




Dollars 


Direct : 





NMR instrument 1/ 

15,500.00 


30.00 

15,530.00 

Forced draft drying oven 

730.00 


30.00 

760,00 

Desiccating cabinet 

184.00 



184,00 

Balance 

795.00 



795.00 

Boerner divider 

354.00 


— 

354.00 

Sieves 

22.00 


— 

22.00 

Accessories 

65.05 


-- 

65.05 

Taxes & freight 

225.86 


— 

225.86 

Total direct 

17,875.91 


60,00 

17,935.91 


■700.50 


10.00 

719.50 


00 


— 

84.00 


74 



31.74 


24 


10.00 

835.24 

Total ; 

1 18,701.15 


70.00 

18,771.15 


J^/The only current supplier of NMR units is Newport of North America, Vellanova, PA 
~ =3 not applicable* 
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Table 4 -- Equipment and installation costs of SE apparatus and associated accessories, 1979 
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1/ Annual capacity based on 260 operating days. Twelve samples per day equal 3,120 samples annually; 120 samples 
~ per day, 31,200; and 400 samples per day, 104,000. 

2/ () = estimated costs of operations which recondense and reuse the solvent. 



Table 7 — Estimated annual cost of NMR, SE, and NIR units 
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Table 8 — Estimated supply costs for SE and NIR units 'U 
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